HEWLETT-PACKARD JOURNAL 



Cover: CUTAWAY VIEW OF MAJOR NEW 12 GHz 
SAMPLING DEVICE; see pages 2 and 12 

See also: CHARACTERISTICS OF CESIUM STANDARDS, page 16 
OTHER ARTICLES, pages9, 11, 19 and 20 





Fix. 1. Oscillograms of signals at frequencies never before viewed With oscilloscopes, (a). 
18-gigahertz (18 x 10' cps) sine wave. (b). Step with 20-picosecond (20 x 10 "s) rise time. 
Rise lime of slep response is about 30 ps, indicating that oscilloscope bandwidth is con- 
siderably greater than 12.4 GHz. Oscillograms were made using new sampling plug-ins 
discussed in text, (a) Vertical: 100 mV/cm, Horizontal: 20 ps/cm. (b) Vertical: 50 mV/cm. 

Horizontal: 20 ps/cm. 

AN ULTRA -WIDEBAND OSCILLOSCOPE 
BASED ON AN ADVANCED SAMPLING DEVICE 



The state of the oscilloscope art has taken a 
significant forward step with the development of a new oscilloscope 
that operates from DC to 1 2.4 GHz 
and displays signals as small as 1 millivolt. 



Sampling oscilloscopes have a com- 
bination of wide bandwidth ami 
high sensitivity that has never been 
matched by any real-lime oscilloscope. 
This is because, up to now at least, it 
has been much easier to acquire, am- 
plify, anil display a narrow sample of 
a high-frequency repetitive waveform 
than to amplify and display the entire 
waveform.' This situation shows no 
signs of being reversed: in fait, the op- 
posite is true. Four new sampling plug- 
ins for -bp- general-purpose and varia- 
ble-persistence oscilloscopes have been 
develo|jed. and among them is a ver- 
tical amplifier with a sensitivity of 1 
millivolt per centimeter and a band- 
width greater than 12.1 GH/. more 
than three times the widest bandwidth 
previously attained. 2 The ultra-wide- 
band vertical amplifier is based upon a 
remarkable new- sampling device de- 
veloped by hp osiociates. This device 
and the 'integrated' design approach 

1 Principles of sampling oscilloscope operation nave been 
presenter severe! times in these pages. See, for eiampie. 
R. Carlson, 'The Kilomegecycle Sampling Oscilloscope,' Hew- 
lett-Packard louraal, Vol. 13, No. 7, Mar., 1962, and 'Co- 
herent and Incoherent Sampling, 1 Hewlett-Packard Journal. 
Vol. 17, No. 11, iuly, 1966 Instead of displaying every cycle 
of a repetitive waveform, the sampling oscil'oscooe forms 
an apparently continuous trace from a series of dots, or Sam 
Pies, taken usually many cycles apart, each representing 
the input voltage at a slightly different point m its cycle. 

> The four new sampling plug-ins fit the -hp- Model 140* 
General-purpose Oscilloscope and the -hp Model 141 A van 
Die-persistence Oscilloscope. 



which produced it are described in the 
article beginning mi p. 12. 

Short, sharp pulses in high-speed 
computers and high-frequency pulsed 
radars, both present and future, are 
well within the range of the new oscil- 
loscope, as are many microwave signals 
which have never before been observ- 
able. The two oscillograms of Fig. I 
COuld not have been made without Ihe 
new sampling plug-ins; (hey are dis- 
plays of an 18-GH/ sine wave and a 
voltage step having a rise time of ap- 



proximately 20 picoseconds (20 x 10 '-' 
second). Overall rise time of the step 
display is about 30 ps. indicating that 
the plug-in's rise time is less than 28 ps. 
equivalent to a bandwidth of more 
than 12.1 GH/. By comparison, rise 
times of pulses in the fastest computers 
are now alx>ut one nanosecond and an* 
getting faster. 

Fig. .1 shows how the new sampling 
plug-ins ate related to each other, to 
the osc illoscope main frames, and to 
some auxiliary equipment, which is 





a 



Fig. 2. Model 1425A Sampling Time Base and Delay Gen- 
erator and Model 1410A 1-GHz Sampling Vertical Amplifier 
installed in Model I41A Variable Persistence Oscilloscope. 
Sampling gates in I-GHz vertical amplifier are in probes. 
GR874 50'.'. inputs lead to internal delay lines and trigger 
amplifiers for internal triggering. 
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Fig. 3. New sampling plug-ins, remote samplers, pulse gen- 
erator and trigger countdown unit for -hp- Model I40A and 
141 A Oscilloscopes are all solid-state. Units can be combined 
in various ways to jorm sampling oscilloscopes with band- 
widths as high as 12.4 GHz. more than three times widest 
bandwidth previously attained. 



plug-ins and auxiliary equipment. Be- 
sides wider bandwidth and faster rise 
time, oilier capabilities of one or more 
combinations of instruments are auto- 
matic triggering, sweep delay, trigger- 
ing on CW signals up to 5 GH/ With- 
out an external countdown, and a 
choice of high-impedance sampling 
probes or 50n inputs with internal 
delay lines in a single vertical amplifier 
plug-in. All of these capabilities will 
be discussed at greater length later in 
this article. 

Of ihe two vertical amplifier plug- 
ins, one is a tlc-lo-l-tiH/ unit, and the 
other is a general-put pose unit which 
operates in combination with one of 
three wideband remote samplers. Both 
vertical amplifiers are dual-channel 
units and both have maximum cali- 
brated sensitivities ol 1 mVcm, much 
better than any wideband real-time os- 
cilloscope. 

Of the two horizontal plug-ins. one 
is a single-time-ba.se unit with sweep 
speeds from 10 ps/cm to 500 jis/cm, 
The other horizontal plug-in is a dual- 
sweep time base and delay generator 
with a similar range of sweep rales. 



also new. All of the plug-ins and other 
new instruments contain only solid- 
state active devices. 

Two of the four plug-ins are time 
bases and two are vertical amplifiers, 
and either vertical amplifier may be 
used with either time base. The main 
frames are compact laboratory oscil- 
loscopes (9 inches high), one having 
variable persistence and storage, and 
the other designed for general-purpose 
service where variable persistence is 
not required. 

The auxiliary instruments, de- 
scribed in detail on p. 9. make it pos- 
sible to take full advantage of the wide 
bandwidth and fast rise time of the 
new sampling oscilloscopes. These in- 
struments are a tunnel-diode pulse gen- 
erator for time domain refleciometry 
and other uses requiring last pulses, 
and an I8-GHz trigger countdown for 
triggering on high-frequency C\V .sig- 
nals. Rise time of the pulser is approxi- 
mate!) 20 [is. making it one of the fast- 
est now in existence. 

Table 1 lists the major capabilities of 
each of the possible combinations of 



TABLE I. CAPABILITIES OF NEW SAMPLING PLUG-INS FOR 
-hp- MODEL 140A AND 141A OSCILLOSCOPES 



Instrument Combination 


Vertical: 
Bandwidth 
Rise Time 
Sensitivity 


Horizontal. 
Triggering 


Horizontal: 
Sweeps " s 


Vertical 
Plug-in/ 
Sampler 


Horizontal 
Plug-in 


Auxiliary 
Instruments 


1410A/ 
50'..' Inputs' 
or High-Z 
Probes 


1424A 




dc to 1 GHz 
350 ps 
1 mV/cm 


Automatic to 500 MHz, 
Internal* or External 

Level Select to 1 GHz, 
Internal' or External 

(CW to 5 GHz. External) 


One 


1410*/ 
BOO Inputs* 
or High-Z 
Probes 


1425A 




dc to 1 GHz 
350 ps 
1 mV/cm 


Automatic to 500 MHz. 

Internal* or External 
Level Select to 1 GHz. 

Internal* or External 


Main, 
Delaying, 

Main 
Delayed 


1411A/ 
1432A 


1424A 




dc to 4 GHz 
90 ps 
1 mV/cm 


Automatic to 500 MHz 
Level Select to 1 GHz 
(CW to 5 GHz) 


One 


141 1A/ 
143ZA 


1425A 


18 GH/ 
Trigger 
Countdown 


dc to 4 GHz 
90 ps 
1 mV/cm 


Automatic to 500 MHz 
Level Select to 1 GHz 

(CW to 18 GHz with 

countdown) 


Main, 
Delaying, 

Main 
Delayed 


1411A/ 
1431A 


1424A 


18 GH; 
Trigger 
Countdown 


dc to 12.4 GHz 
-28 ps 
1 mV/cm 


Automatic to 500 MHz 
Level Select Io 1 GHz 

(CW lo 5 GHz, or 

18 GHz with countdown) 


One 


14UA/ 
1431A 


1425A 


IB GH.- 
Trigger 
Countdown 


dc to 12.4 GHz 
-28 ps 
1 mV/cm 


Automatic to 500 MHz 

Level Select to 1 GHz 
(CW to 18 GHz 
with countdown) 


Main. 
Delaying. 

Main 
Delayed 


1411A/ 
14 30 A 


1424A 




dc to -12.4 GHz 
28 ps 
1 mV/cm 


Automatic to 500 MHz 
Level Select to 1 GHz 
(CW to 5 GHz) 


One 


1411A/ 
1430A 


1425A 




dc to -12.4 GHz 
28 ps 
1 mV/cm 


Automatic to 500 MHz 
Level Select lo 1 GHz 


Main, 
Delaying. 

Main 
Delayed 


1411A/ 
14 30 A 


1424A 

or 
142SA 


20-ps 
Pulse 
Generator 


TDR system with <; 40 ps rise time. 
Resolves discontinuities spaced < V* inch 


apart. 



* 50U Inputs lead to built-in delay lines for internal triggering 
' ' Sweep rates: 10 ps/cm to 500 «s/cm. 
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Fig. -1. Block diagram of Model 14 10 A 1-GHz Sampling Vertical 
Amplifier, [light side of diagram is identical in 1-GH: plug-in and 
in Model 1411A Sampling Vertical Amplifier. 



Both plug-ins have triggei (in nils 
which permit automatic triggering on 
a wide range of pulsed. GW, <>r ntliei 
signals having frequencies between 50 
H/ and more than 500 MHz. "Auto- 
matii' triggering means that a baseline 
is displayed when the trigger signal is 
absent; then when a trigger signal is 
applied to the time base, the sweep is 
automatically synchronized to it. Re- 
liable automatic triggering on a wide 
range of signals eliminates main trig- 
ger adjustments thai would otherwise 
have to be made in the process of set- 
ling up a trace. These two plug-ins 
m.uk the first time that a sampling os- 
cilloscope has had this capability, and 
therefore the first time that triggering 
a sampling oscilloscope has been as un- 



complicated as triggering a real-lime 
instrument. 

A separate L"HF countdown trigger 
circuit in the single-sweep plug-in per- 
mits this plug-in to trigger on GW sig- 
nals having frequencies up to mote 
than 5 GHZ. The dual-sweep plug-in 
has no countdown, but will irigger rc- 
li.d>l\ up to I GH/ or mote. 

1-GHz VERTICAL AMPLIFIER 

Fig. 2 is a photograph of the l-(.ll/ 
dual-channel vertical amplifier in- 
stalled in the variable-persistence main 
frame along with the sampling time 
base and delay generator. Input signals 
to this plug-in are sampled by hot-car- 
rier-diode sampling gates located in 
two high-impedance (100 ko. 2pF) 
probes. Delay lines and trigger ampli 



* 9 « e m 



Fig. 6. Model 1426A Sampling 
Time Base and Delay Generator 
and Model bill A Sampling Ver- 
tical Amplifier with Model 1430 A 
28-ps Sampler installed in Model 
111 A Variable Persistence Oscil- 
loscope. Remote samplers are 
leedthrough units, useful for 
TDR and for observing signals 
without terminating them. 




tiers built into the plug-in permit the 
oscilloscope to lie triggered by either of 
its input signals (internal triggering) 
and still display the leading edge oi the 
triggering signal. When the delay lines 
are used, the input signals are led into 
two front-panel 50fl inputs and the 
sampling probes are plugged into re- 
ceptacles on the front panel. Fig. -1 is 
a block diagram of the l-GHz plug-in, 
showing a delay line and trigger am- 
plifier at the lower left. 

Although the plug-in's response ex- 
lends lo dc. there are no high-gain dc 
amplifiers in the signal path; the feed- 
back loop shown in Fig. 4 makes them 
unnecessary. This means that the sta- 
bility of the instrument can be and is 
high, because it is determined by pas- 
sive components and a low-gain dc am- 
plifier. Observed' drift is less than 3 
mV hr. 

A critical factor in making the plug- 
in all solid-state was the availability of 
low-leakage field-effect transistors for 
the stretcher gate and the dc amplifier 
shown in Fig. I. Leakage in these tran- 
sistors is so low that the sampling rate 
can be as low as one sample per second 
without resulting in excessive droop in 
the voltage on the stretcher capacitor. 
A field-effec t transistor was also chosen 
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for the input stage "I the preamplifiei 
( Fig. I) because ol its low-noise ( harac - 
teristics. 

Five display modes arc possible for 
the vertical amplifier: channel A only, 
( hannei B only, channel A and « hannei 
B (alternate samples), channel A and 
channel B added algebraically and. for 
phase measurements or X-Y plots, 
channel A versus channel 15. When 
both Channel A and diannel B arc dis- 
played, a su ite bing multivibrator (Fig. 
•I) controls two groups of diodes which 
switch between channels in synchro- 
nism with the sampling process. Din- 
ing one sampling interval the latest 
sample in channel A is displayed and 
during the next interval ilie latest sam- 
ple in channel B is displayed. W illi 
this arrangement there is no chopper 
noise like that often found in real-time 
ilual-( hannei displays. 

Recorder outputs on the Front panel 
ol the l-GHi vertical amplifier supply 
approximately 0.1 V cm from a 50QQ 
source for driving strip-diari or X-Y 
recorders. The sain ami d< level of the 
recorder output can i>e adjusted inde- 
pendently. 

WIDEBAND VERTICAL AMPLIFIER 
AND SAMPLERS 

Everything to the right ol the col- 
ored line in the block diagram ol Fig. 
I is identical in both the l-GHz vertical 
amplifier and the wideband vertical 

amplifier. Sensitivities, display modes. 

recorder outputs, ami internal opera- 
lion arc the same for both. The wide- 
band unit, however, has no built-in 
delav lines and. instead ol probes, uses 
one ol the three dual-channel feed* 
through samplers. Fig. .5 is a photo- 
graph of the wideband unit installed 
in the main frame, and Fig. t> is a block 
diagram cjf the samplers.' 1 

Depending upon which of the three 
wideband samplers is used, the band- 
width of the wideband vertical ampli- 
fier plug-in t an Ik- either 12.1 GH/ or 
I GH/. Two of the samplers are ultra- 
wideband units. One has a rise time 
of less than 28 ps and optimum pulse 
response (overshoot <5";,) but a VSW'R 
that inc reases with fretpienc y (3 at 1 2. 1 
(■II/); the other has a bandwidth ol 

12.4 ©Hi and a vswR typically less 

1 Sea article, p. 12, for a description ol trie wideoano sam. 
cling devices use- in triese samplers 



Fi«. fi. Block diagram of dual- 
channel remote samplers used 
with Motlel III I A Sampling 
Vertical Amplifier. Ultra-wide- 
band feedth rou sam piers are 
described beginning on p. 12. 
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than 1.8 al 12.1 GH/. but has V , to 
in 1 , more overshoot in the pulse re- 
s|.onsc. I he third sampler is a I Gil/. 
'.Hi ps unit lor applications where the 
widest bandwidihs are not needed and 
lower tost is attractive. A five-foot 
cable (10-{00t lable optional) lonneits 
the plug-in and the sampler so that 

measurements can be made at remote 
locations. Input signals are not termi- 
nated by the feedthroui>h samplers, so 
time domain relict tonictiv and signal 
monitoring are straightforward. 

Oscillograms of S-GH/ and 18-GHz 
sine waves, taken using the low-VSWR 
(CWoptimized) sampler, are shown in 
Figs. 7 and 1(a) respet tivelv. Note that 
time jitter is less than Id ps. even at 
the highest Frequencies. 

Step response of the pulse-opt imi/cd 
sampler is shown in Figs. 1(b) and 8 for 



AAAAA 



Fir. 7. Wideband sampling oscilloscope 
display ol 8-GHz sine wave. See Fin. 
1(a) for display of IS-GHz sine wave. 
Vertical: 20 mV/cm. Horizontal: 50 
ps/cm. 



iwo different lime scales. 1 he Hat top 
and absence of excessive overshoot are 
evident in Fig. 8. Fig. 9 shows the re- 
Hection from the pulse-optimi/cd sam- 
pler lor an incident step having a rise 
time of 20 ps. The vertical scale is 
calibrated to read reflection coefficient 
with a siale factor of 0.1 cm. and the 
sampler relict lion is only tV'j,. 

TRIGGERING 
Triggerin.n of boih i he single-sweep 
time base 1 and the dual-sweep time 
base and delay generator' can be either 
automatic or manual!) adjustable and, 
when used with the I -GHz vertical 
plugrin, either internal or external. 
Except for an extra L'HF countdown 
in the single-sweep unit, all digger cir- 
cuits ate identical circuits based on a 
newly designed tunnel-diode thresh- 

' See Fit. 10 l See Fin. 2 ann 5. 




Fit!. 8. Response of pulse -optimized 
Model 1430A Sampler to step with 20- 
ps rise time has 30-ps rise lime, small 
overshoot, flat top. Vertical: 50 mV/cm: 
Horizontal: 100 ps/cm. See P'ig. 1 (b). 
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Fig. 9. Reflection from wideband sam- 
pler in 40-ps TOR system is only 6%. 
Vertical: reflection coefficient = 0.1/ 
cm: Horizontal: 100 ps/cm. 

old detector. The detector produces 
an ouipui to st.trt I lie sampling pror- 
ess when the incoming trigger signal 
crosses ihe level set by the i.kvei. Con- 
trol. Asi.oPK.swiK it determines whether 
triggering will occur on the jjositive oi 
negative dope of the trigger signal. 

The threshold detector operates in 
one of rln ce modes, depending upon 
the setting of the MODE control which 
varies the supply current to the detec- 
tor. Turning the control clockwise 
increases the supply current. For low 
supply ( urrents the tletector is bistable, 
that is, the incoming signal must both 
trigger and reset the detector. As the 
current is increased the trigger circuit 
becOmei monostable; that is. it is trig- 
gered by the incoming signal, but it re- 
sets itself. For still higher currents the 
circuit becomes astable and oscillates. 

The bistable mode is used to trigger 
on the trailing edges of pulses or on 
pulses that arc so long that the trigger 
circuit would normally re arm and 
nigger again before the end of the 
pulse. "I he monostable mode is used to 




Fig. 10. Single-sueep Model 1424A 
Sampling Time Base Plug-in has cali- 
brated marker position control and di- 
rect readout of both magnified and un- 
magnified sweep rates. Another new 
horizontal plug-in U dual-sweep time 
base and delay generator, shown in 
Figs. 2 and 5. 



trigger on short pulses and on sine 
waves up to about 100 MHz. This 
mode is more sensitive than the 
bistable mode, especially on pulses 
Shorter than about 30 ns. In the astable 
mode the detector oscillates at 10 to 
10 Mil/, depending upon the Monr 
control setting, and anv incoming sine 
wave alters this frequence so that it is 
a sab-harmonic of the incoming frc- 
quenCy. This type of circuit is called 
a 'countdown! because for triggering to 
OCCUI the iui (iming frequency must be 
greater than the oscillation frequent \. 
At about 101) Mil/ the astable mode is 
.is sensitive as the monostable mode, 
but at HIIKI MH/ ihe astable mode is 
about twenty times more sensitive. 

To prevent double triggering on 
< omplex waveforms in which the de- 
sired nigger level and slope appear 
more than once each cvcle. both hoti- 
/ontal plug-ins have a variable hold- 
off control which can be used to 
increase the minimum time lietween 
samples. 

SWEEP DELAY 
AND SWEEP EXPANSION 

Like automat it triggering, sweep 
delay is a capability which has never 
before l>een possible for a sampling 
Oscilloscope, but which is now avail- 
able in one of the new horizontal 
plug-ins. The value of sweep delay 
for examining complex waveforms has 
long been recognized, ol course, and 
real-time oscilloscopes have had delay 
generators for some lime. 

I he two sweeps of the new sampling 
time base and delay generator operate 
in three sweep display modes: the dis- 
played sweep tan be a main sweep, a 
delaying sweep, or the main sweep de- 
layed by an intenal determined by the 
settings of the delay controls. Sweep 
delay is normally used to select any 
portion of a complex waveform for (lis 
plav on an expanded, faster time base. 
Therefore the main sweep rate is nor- 
mally faster than the delaying sweep 
rate, although this need not be true. 

Without sweep delay, sweep mag- 
nification was the only means for 
expanding details of a sampling-oscillo- 
scope display, and both of the new 
horizontal plug-ins still have magni- 
fiers. However, sweep magnifiers are 
usually limited to expansions of 100:1 




Fi|t. II (a). Pulse train displayed with 
main sweep of sampling lime base and 
delay generator Bright spot on 12th 
pulse indicates center of area to be 
magnified, tb) 12th pulse magnified X 
20. Note rale jitter, which is also mag- 
nified (see Fig. 12). Vertical: 100 mV/ 
cm: Horizontal: I a I 100 ns/cm. tb) 
5 ns/cm. 

or less, whereas expansions of 10,(1(1(1: 1 
or more arc possible with sweep delay. 

Another limitation of magnification 
alone becomes evident if the portion 
ol l he waveform to lx' magnified does 
not always occur at precisely the same 
time alter the beginning of the sweep, 
as would be the case, for example, in 
a pulse train in which the period 
between pulses varies randomly. When 
the waveform is magnified, this "rate 
jitter* will also be magnified and the 
signal nut) lx- difficult to observe. Fig. 
1 1(a) is an oscillogram of a pulse-train 
display using the main sweep of the 
new delay-generator plug-in as the time 
base. The bright doi on the 12th pulse 
indicates the point about which mag- 
nification will OCCUr when the \iac;ni- 
mkk control is turned to one of its six 
magnification settings (x2 to XlOO). 
Rate jitter in the 12th pulse ol Fig. 
11(a) is evident in the magnified dis- 
play of Fig. 11(b). 

With ihe (lelav-gencratoi plug-in. 
rate jitter can be eliminated from the 
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(a) tb) 



Fig. 12(a). Pulse train displayed with delaying sweep of sampling time 
base and delay generator. Bright spot on 12th pulse indicates start of 
delayed main sweep- (b) I2lh pulse displayed with main sweep armed 
at end of delay interval and triggered on 12th pulse. Note absence of 
rale jitter. Vertical: 100 mV/cm: Horizontal: tal 100 ns/cm. (bl 5 ns/ 
cm, Ic) 5 ns/cm. 



display. Fig. 12(a) shows llie pulse train 
ol Fig. 1 1 displayed using the delaying 
(slow) sweep as the time base. Here the 
height dp' on the 1 2th pulse indicates 
the time at Which the fast main sweep 
will start when the sweep switch is 
mined to main delayed. The amount 
of calibrated delay is continuously var- 
iable lioni 50 ns to 5 ins. Fig. 12(b) 
shows the same pulse train using ihc 
delayed main sweep triggered nor- 
mally (i.e., not automatically) alter the 
delay interval. When triggered nor- 
mally, the main (Weep is merely armed 
at ihc end of the delay interval and is 
not tiiggercd until the selected pulse 
Occurs. The resulting display of Fig. 
12(b) is entirely free of jilter. Had the 
main sweep been triggered automatic- 
ally at the end of the delay interval, 
t lie display would have been identical 
to Fig. 11(b), With the rale Jitter still 
present 

SYNC PULSE 

Syiu pulse outputs in both horizon- 
tal plug-ins provide pulses of about 
1.5 V amplitude and 1 ns rise time. 
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izer. Currently he is an engineering group 
leader in the -hp- Colorado Springs Lab- 
oratory, responsible for TDR and certain 
aspects of sampling. 

Dar Howard joined -hp- in 1958 after 
graduating from the University of Utah 
with a BSEE degree. As a development 



These pulses are useful as pretriSKers 
to drive a pulse generator or as driving 
pulses lor a circuit being tested. They 
are exceptionally c lean and Hat-lopped, 
and make excellent tesi pulses for time 
domain relict tomeiry. 

In the single-sweep plug-in. the sync 
pulses are sync hroni/ed with the sweep. 
In the delay generator plug-in, they are 
synchronized with the main sweep so 



DESIGN LEADERS 




DARWIN L. HOWARD 



engineer in the -hp- Microwave Labora- 
tory, he contributed to the design of the 
344A Noise Figure Meter and the 415C 
SWR Meter, and did further work on a 
phase-locked RF signal generator. In 
1962. he received his MS degree in elec- 
trical engineering from Stanford Univer- 
sity through the -hp- Honors Cooperative 
Program. 

Dar transferred to the -hp- Oscillo- 
scope Division (now at Colorado Springs) 
in 1963. As an engineering group leader, 
he organized the design group for the new 
sampling plug-ins for the 140A and 141A 
Oscilloscopes. In 1965 he assumed his 
present position of engineering manager. 
Colorado Springs Division. 

Before deciding to become an electrical 
engineer, Dar attended Brigham Young 
University as an accounting major for one 
year, and then spent four years in the 
U. S. Navy as an electronics technician. 



that in addition to the above uses, 
they can l>c used as a calibrated-delay 
pulse source simply by selling the main 
sweep delay controls to the desired 
delay interval. 

-Allan I. Hr.st. 
Darwin /.. Howard and 
Jamt$ M. ( 'mphrey 




JAMES M. UMPHREY 



Jim Umphrey received his BSEE de- 
gree in 1961 from Stanford University, 
then joined -hp- as a development en- 
gineer, working on the 187B and 187C 
Sampling Vertical Amplifiers and the 213B 
Pulse Generator. He transferred to Colo- 
rado Springs in 1964 and eventually as- 
sumed responsibility for the design of the 
1104A/1106A Trigger Countdown, the 
1105A/1106A Pulse Generator, and the 
wideband sampling vertical amplifier plug- 
ins for the 140A Oscilloscope. He is now 
an engineering group leader in the -hp- 
Colorado Springs Laboratory, with respon- 
sibility for a number of sampling and 
pulse-generator projects. 

Jim received his MSEE degree from 
Stanford in 1961 on the -hp- Honors Co- 
operative Program. He is a member of 
Tau Beta Pi and IEEE. 
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CONDENSED 
SPECIFICATIONS 



SAMPLING PLUG-INS FOR 
-hp- MODEL 140A 
OSCILLOSCOPE AND 
-hp- MODEL 141A 
VARIABLE-PERSISTENCE 
OSCILLOSCOPE 



MODEL 1410A 
SAMPLING VERTICAL AMPLIFIER 

MOOE OF OPERATION: Channel A only; B only; 
A and B; A and B added algebraically; A vs. B. 

POLARITY: Either channel may be displayed 
either positive or negative up in any mode. 

RISE TIME: Less than 350 ps. 

BANDWIDTH: dc to 1 GHz 

OVERSHOOT: Less than 5%. 

SENSITIVITY: Calibrated ranges from 1 mV/cm 
to 200 mV/cm 

ISOLATION BETWEEN CHANNELS: Greater than 
40 dB to 1 GHz 

INPUT IMPEDANCE! 

Probes: 100 k'j shunted by 2 pF. nominal. 
GR Type 874 Inputs: 50U ±2% with 58-ns 
internal delay lines for viewing leading edge 
of fast rise signals. 

DYNAMIC RANGE: 2 V 

DRIFT: Less than 3 mV/br after warmup. 

TRIGGERING: Internal or external when using 
50*..' Inputs. Internal triggering selectable from 
Channel A or B. External triggering necessary 
when using probes. 

TIME DIFFERENCE BETWEEN CHANNELS: 

< 100 ps. 

RECORDER OUTPUTS: Front panel outputs pro 
vide 0.1 V/cm from a 5000 source. Gain 
adjustable from approximately 0.05 V/cm to 
0.2 V/cm. dc level adjustable from approxi. 
mately -1.5 V to +0.5 V. 

PRICE: S1600 

MODEL 1411A 
SAMPLING VERTICAL AMPLIFIER 

(Used with 1430A. 1431A. or 1432A Sampler) 

MODE OF OPERATION, POLARITY, SENSITIVITY. 
RECORDER OUTPUTS: Same as 1410A. 

ISOLATION BETWEEN CHANNELS: 40 dB over 
bandwidth of sampler 

PRICE: J700 

MODEL 1430A 
SAMPLER 

(used with 1411A) 

RISE TIME: Approximately 28 ps (Less than 
35 ps observed with 1105A/1106A pulse gen 
erator and 909A 501; load ) 

BANDWIDTH: dc to approximately 12 4 GHz. 

OVERSHOOT: Less than =5% 

DYNAMIC RANGE: =1 V. 



INPUT CHARACTERISTICS: 

Mechanical: Amphenol GPC-7 precision 7 mm 
connectors on input and output. 
Electrical. 50;: feedthrough. dc coupled. Re 
flection from sampler is approximately 10%. 
using a 40-ps TDR system. VSWR -;3:1 at 
12.4 GHz. 

TIME DIFFERENCE BETWEEN CHANNELS: Less 
than 5 ps. 

CONNECTING CABLE LENGTH: 5 ft '10 ft. 

optional). 

PRICE: $3000 ($3035 with 10 ft cable). 

MODEL 1431A 
SAMPLER 

lused with 1411A) 

BANDWIDTH: dc to greater than 12 4 GHz (less 
than 3 dB down from a 10 cm dc reference) 

RISE TIME: Approximately 28 ps. 

VSWR: dc to 8 GHz <1.4:1 
8 to 10 GHz <1.6!l 
10 to 12.4 GHz <2.0:1 

DYNAMIC RANGE: ] V 

INPUT CHARACTERISTICS: 

Mechanical: Same as 1430A 
Electrical Same as 1430A except reflection 
from sampler is approximately 5%. using a 
40-ps TDR system. 

PHASE SHIFT BETWEEN CHANNELS: Less than 
10* at 5 GHz. typically less than 2' at 1 GHz. 

CONNECTING CABLE LENGTH: 

5 ft. (10 ft optional). 

PRICE: $3000 ($3035 with 10 ft. cable). 



MODEL 1432A 
SAMPLER 

(used with 1411 A) 
RISE TIME: Less than 90 ps 
BANDWIDTH: dc to 4 GHz 
OVERSHOOT: Less than ±5%. 
DYNAMIC RANGE: I 1 V 

INPUT CHARACTERISTICS: 

Mechanical: GR Type 874 connectors used on 
input and output. 

Electrical: 501.' feedthrough. dc coupled Re- 
flection from sampler is approximately 15% 
using a 90 ps TDR system 

TIME DIFFERENCE BETWEEN CHANNELS: Less 

than 25 ps. 

CONNECTING CABLE LENGTH: 

5 ft (10 ft. optional). 

PRICE: $1000 ($1035 with 10 ft cable) 



MODEL 1424A 
SAMPLING TIME BASE 

SWEEP RANGE: 24 ranges. 10 ps/cm to 500 
vs/cm. Sweeps from 1 ns/cm to 500 /*s/cm 
may be expanded up to 100 times and read 
out directly. 

MARKER POSITION: Intensified marker indicates 
point about which sweep is expanded; 10-turn, 
calibrated control. 

TRIGGERING: (Less than 1 GHz.) 
Internal (with 1410A): 
Automatic: 

Pulses: 75 mV amplitude for pulses 2 ns 
or wider for jitter less than 20 ps. 
CW: 25 mV amplitude from 60 Hz to 500 
MHz for litter less than 10% of input 
signal period. (Usable to 1 GHz with in. 
creased litter.) 



Level Select: 

Pulses: 35 mV amplitude for pulses 2 ns 
or wider for jitter less than 20 ps 
CW: 25 mV amplitude from dc to 300 
MHz (increasing to 200 mV at 1 GHz) for 
jitter less than 1% of input signal period 
+ 10 ps. 
External: 
Automatic: 

Pulses; At least 100 mV amplitude for 
pulses 2 ns or wider for jitter less than 
20 ps. 

CW: 50 mV from 60 Hz to 500 MHz for 
litter less than 10% of input signal 
period. (Usable to 1 GHz with increased 
jitter.) 
Level Select: 

Pulses: At least 50 mV amplitude re- 
quired of pulses 2 ns or wider for jitter 
less than 20 ps. 

CW: 50 mV from dc to 1 GHz for jitter 
less than 1 % of input signal period 4 
10 ps. Jitter is less than 30 ps for signals 
of 10 mV at 1 GHz. 

Slope- Positive or negative. 

External Trigger Input: 
50'..', ac or dc coupled. 

Jitter: Less than 10 ps on 1 ns/cm range. 

and less than 20 ps (or 0.005% of unex- 

panded sweep speed, whichever is larger) 

at 2 ns/cm and slower, with signals having 

rise times of 1 ns or faster. 

TRIGGERING: (Greater than 1 GHz.) 

Jitter less than 20 ps for 25 mV input. 500 
MHz to 5 GHz. 

SCANNING: 

Internal: X axis driven from internal source. 
Scan density continuously variable. 
Manual: X axis driven by manual scan control 
knob. 

Record: X axis driven by internal slow ramp: 
approximately 60 seconds for one scan. 
External: 0 to -f 15 V required for scan: input 
impedance, 10 kfi 

Single Scan: One scan per actuation: scan 
density continuously variable. 

SYNC PULSE OUTPUT: 

Amplitude: Greater than 15 V into 501J. 
Rise Time: Approximately I ns. 
Overshoot: Less than 5%. 
Width: Approximately 1 ps. 
Relative Jitter: Less than 10 ps. 
Repetition Rate: One pulse per sample. 

PRICE: $1200. 



MODEL 1425A 
SAMPLING TIME BASE 
AND DELAY GENERATOR 

MAIN SWEEP: 

Range: 13 ranges. 1 ns/cm to 10 |is/cm. 
Magnifier: 7 calibrated expansion ranges, XI 
to X100 Increases fastest calibrated sweep 
speed to 10 ps/cm. Pushbutton returns mag- 
nifier to XI. 

Magnified Position: 10-turn control with inten- 
sified marker that indicates sweep expansion 
paint 

TRIGGERING: (For both Main and Delaying 
Sweep.) 
Internal: 
Automatic: 

Pulses: 150 mV amplitude for pulses 2 ns 
or wider for*jitter less than 20 ps. 
CW 50 mV amplitude from 200 Hz to 
500 MHz for jitter less than 10% of input 
signal period. (Usable to 1 GHz with 
increased jitter.) 
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Level Select: 

Pulses* 70 mV amplitude for pulses 2 ns 
or wider for jitter less than 20 ps. 
CW: 50 mV amplitude from 200 Hz to 
300 MHz 'increasing to 400 mV at 1 
GHz) for jitter less than 11,. of input 
signal period f 10 ps. 
External: Same as 1424A. except low end of 
CW triggering range is 200 Hz in Automatic 
and Level. 

External Trigger Input. 

SO 1 .! ac coupled (2.2 «F). 
Slope: Same as 1424A 
Jitter: Same as 1424A 

DELAYING SWEEP: 

Range: 15 ranges, 10 ns/cm to 500 **s/cm. 
Delay Time: Continuously variable from 50 ns 
to 5 ms. 

SWEEP FUNCTIONS: Mam sweep, delaying 
sweep, main sweep delayed. 

SCANNING: Same as 1424A except no external 
scan input. 

SYNC PULSE OUTPUT: Same as 1424A Pulse 
always synchronized to mam sweep trigger 
circuit, pulse delay and rate are variable. 

PRICE: $1600 



18-GHz TRIGGER COUNTDOWN 

MODEL 1104A COUNTDOWN SUPPLY 
MODEL 1106A TUNNEL DIODE MOUNT 

INPUT: 

Frequency Range: 1 GHz to 18 GHz. 
Sensitivity: Signals 100 mV or larger, and up 
to 12.4 GHz, produce less than 20 ps of Jitter 
(200 mV required to IB GHz). 
Input Impedance U106A): 50'..' Amphenol 
GPC 7 input connector Reflection from input 
connector is less than 10% using a 40-ps 
TDR system 

OUTPUT: 

Center Frequency: Approximately 100 MHz. 
Amplitude: Typically 150 mV. 

PRICE: I104A, $200, 1106A, $550. 

20-ps PULSE GENERATOR 

MODEL 1105A PULSE GENERATOR SUPPLY 
MODEL 1106A TUNNEL DIODE MOUNT 

OUTPUT: 

Rise Time: Approximately 20 ps. Less than 
35 ps observed with -hp- Model 1411A/1430A 
28-ps Sampler and -hp- Model 909A 50".; 
termination. 

Overshoot. Less than ~5% as observed on 
1411A/1430A with 909A. 
Droop: Less than 3% in first 100 ns. 
Width: Approximately 3 ps. 

Amplitude: Greater than • 200 mV into 50t-'. 
Output Characteristics (1106A): 

Mechanical: Amphenol GPC-7 precision 7 

mm connector. 

Electrical: de resistance — SO"-' —2%. 
Source reflection — less than 10%. using 
a 40 ps TDR system dc offset voltage — 
approximately 0.1 V. 

TRIGGERING: 

Amplitude: At least -0.5 V peak required. 
Rise Time: Less lhan 20 ns required Jitter 
less than 15 ps when triggered by 1 ns rise 
time sync pulse from 1424A or 1425A Sam- 
pling Time Base. Jitter increases with slower 
trigger rise times. 
Width: Greater than 2 ns. 
Input Impedance. 2000. ac coupled through 
20 pF. 

Repetition Rate: 0 10 100 kHz. tree runs at 
100 kHz. 

PRICE: 1105A, $200: 1106A, $550. 

Prices f o b. factory 
Data subject to change without notice 




Fin. t. Tunnel diode mount, -hp- Model 1106 A, <•.. and pulse generator 
supply, -hp- Model II05A. I., form pulse generator with rise time o\ ap- 
proximately 20 ps. one of fastest in existence, useful for high-resolution 
TDIt work, Same tunnel diode mount is used with countdown supply, -hp— 
Model II0-1A. r.. to allow new sampling plug-ins to display sine waves up 

to IK GH:. 



ULTRA-FAST TRIGGERING 
AND ULTRA-RESOLUTION TDR 



To take full advantage of i lie; 
12.4-GHi bandwidth* of the wide- 
band osc 1 1 1< »*•« opes iIcm i ibeel in the 

preceding article, ii is natutalh 
necessary to synchronize the oscil- 
loscope time bases 10 signals having 
frequencies of 12. -I GH/ and above. 
Similarly, to take advantage of the 
28-ps rise times of the samplers lor 
high-resolution time-domain reflec- 
(ometrv (TDR). ii is necessary to 
have a step generator which has an 
ultra-fast rise time less than 28 ps. 
A single tunnel diode mount has 
been developed to meet both of 
these needs. Used with 9 countdown 
supply, the tunnel diode permits 
either sampling time base to nigger 
on signals up to IS GH/. Csed with 
a pulse generator supply, the same 
tunnel diode produces a 3-«s pulse 
with a rise time of 20 ps. fast enough 
t>> resolve cable discontinuities 
spaced as closely as a few milli- 
meters. Fig. 1 is a photogiaph <>l the 
tunnel diode mount and the two 
supplies. 

The pulse generator has what is 
probably the fastest rise time avail- 
able today— so East, in fact, that 
there are no instruments to measure 
it exactly. Twenty picoseconds is a 
< onsen alive estimate. In spite of its 
fast rise time, however, its overshoot 



is less than 5"; , a remarkably small 
value for such a fast pulse. With the 
28-ps sampling oscilloscope, the 
pulse generator forms a lime do- 
main reflectometer with a rise time 
of less than 10 ps. which is about the 
time it takes lor light to travel y> 
in. in air. Fig. 2 is a TDR oscillo- 
gram showing reflections from a spe- 
cial set lion ol air line in which the 
diameter of the center conductor 
has been reduced in three sections 
lor demonstration purposes. Centers 
of the three sections are b/fc in. apai I 
and their lengths are t '„ in.. i'| in., 
and i 2 in. \ll three sections show up 
dear!) and are readily resolvable. 




Fig. 2. Oscillogram taken with -10-ps 
TDR system showing reflections from 
short length of line with three discon- 
tinuities. TDR system can resolee dis- 
continuities spaced as closely as '4 in. 
apart. 
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Sweep free funs 
lor TDR 



Sync Pulse 
Output 




PULSE GENERATOR 
SUPPIV 



SYSTEM OR CABLE 
TO BE TESTED 



Fig. 3. 40-ps TDR system, using -hp- Model 1103A/1I06A 
20-ps Pulse Generator. Capabilities of system are shown hv 
Fig. 2. 



Fig. 3 is a block diagram ol the 

ni ps tdr system. Notice thai ihe 

time base of the Oscilloscope is al 
lowed to free 1 nil. and the pulse gen- 
erator is triggered by the syn< pulse 
output Of the time base. Fig. I shows 
a typical step response for this "FDR 
system. Rise lime is about 35 ps. 

A typical tunnel-diode character- 
istic is shown in Fig. :>. In the LJII-ps 



pulse generator, the diode is orig- 
inally biased at point \ on this 
curve. The (ringer causes the diode 
Current to rise above point 15. mo\- 
ing the diode into its negative resist- 
ance region li-D. The operating 

point then jumps vet \ rapidly to 
point C. producing the 20-ps pulse. 
Fig. (> shows the output waveform. 
The 18-GHa countdown unit ile- 



Fig. 4. Response oj sampler to incident 
step in TDR System of Fig. 3. Typical 
rise time is less than 35 ps. Vertiial: 
reflection coefficient = 0.2 /cm: Hori- 
zontal: 20ps/cm. 



livers a subharmonic of the input 
signal to the time base. Center fre- 
quency of the countdown output is 
Kin MHz. 

For the 18 GHz countdown unit, 
the tunnel diode is biased at a point 
slightly above point B in Fig. 5. 
where it is astable. Its free-run rate 
varies, becoming a subharmonic of 
any high-frecpiencv input signal. 



SAMPLING UNITS DESIGN TEAM 



^ L 



i TIP- - 




Contributors to development of new sampling vertical amplifier 
and time base plug-ins and new pulse generator and countdown 
are. front row. I. to r.. Norman L. O'Neal, Allan I. Best. James N. 
Painter. Edward J. Prijatel, W. A. Farnbach, -James M. Vmphrey: 
back row, I. to r., Robert B. Monloya. Gordon A. Greenley, Jeffrey 
H. Smith. Howard L. Layher, Jay A. Cedarleaf. all of the -hp- 
Colorado Springs Division. Not shown: Donald L. Gardner. 




Fig. 5. Typical tunnel diode character- 
istic, showing negative-resistance region 
BD. To generate pulse with 20-ps rise 
lime, diode is biased at A. Trigger in- 
put raises diode current to unstable 
point B. Operating point then shifts 
rapidly to C. giving fast pulse as shown 
in Fig. 6. 




Fig. 6. Waveform corresponding to op- 
erating point sequence of Fig. 5. 
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SECOND SYMPOSIUM ON TEST INSTRUMENTATION 



Over 150 managers of stand 
ards and calibration laboratories 
and instrument maintenance fa- 
cilities attended the Hewlett- 
Packard Second Symposium on 
Test Instrumentation in Science 
and Industry. The managers, 
representing large and small 
companies and government 
agencies throughout the United 
States and Canada, met at the 
-hp- Palo Alto plant September 
19 through 21, 1966. Purpose 
of the symposium was to dis- 
cuss ideas and problems of mu- 
tual interest in the metrology 



and instrument fields. 

A series of seminars, panel and 

round table discussions covered 



topics such as calibration trace- 
ability, technical education and 
data processing. Some typical 



sessions included in the three- 
day meeting were: 'Let's Define 
Accuracy.' treating the serious- 
ness of certification and trace- 
ability; 'Centralization of Test 
Equipment,' a discussion of the 
pros and cons of the instrument 
pool; 'Automatic Data Process- 
ing.' that is, how to make your 
company computer work for 
you; and 'What Will Instruments 
Be Like Five Years From Now,' 
discussing integrated circuits, 
programmable instruments and 
data acquisition systems. 




KfTects nf increased demands for improved performance, 
reliability and maintainability as well as ways to meet 
government reliability needs were discussed at this Sym- 
posium panel session by Marco Ne-Rrete. -hp- Lovelanrl 
Division. J. P McKnight. Litton Industries. W. L. Cris- 
pen. General Electric and Robert Rupkcy. TRW Systems. 



NEW NBS LABORATORIES 




The National Bureau of Standards will dedi- 
cate its new laboratory complex at Gaithers- 
burg. Md. on November 15. This 565-acre 
site, 20 miles from the old NBS location in 
the District of Columbia presently contains 
seven general-purpose laboratories con- 
nected by all-weather passageways. Five 
more laboratories are to be constructed in 
the future for specialized uses. The labo 
ratory buildings are dominated by an 11- 
story administration building which houses 
the Director and his staff. Included on the 
site are a 750-seat auditorium and a 
126.000-volume library. By the end of 1966 
all but about 300 of the Bureau's 2700 em- 
ployees will be at the new site. The Weather 
Bureau's Environmental Sciences Services 
Administration (ESSA) will occupy the va- 
cated NBS facilities. 
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A DC TO 12.4 GHz FEEDTHROUGH SAMPLER 
FOR OSCILLOSCOPES AND OTHER RF SYSTEMS 



An important circuit development in the form of an 
ultra-wideband sampling device is leading to major new 
capabilities in electronic instrumentation. 



Despite its relatively recent appear- 
ance, the diminutive object on 
ilif-. month's cover has already, had con- 
siderable impact on high-frequency 
electronic instrumentation, and is lifce- 
l\ to have an increasing effect in the 
future. The object is an ultra-wide- 
band sampling device developed by 
hp associates and now used in such di- 
verse broadband systems as sampling 
oscilloscopes (sec p. 2). phase-locked au- 
tomatic transfer oscillators, and vectOJ 
measurement systems. 1 Bandwidth oi 
the device is Specified as greater than 
12.4 OH/, more than three times the 
bandwidth ol an\ previous sampling 
device. 

High-frequency sampling techniques 
make possible many broadband sVs - 
terns, including those just mentioned, 
that would not be feasible otherwise. 



1 'The Impact of Ultra-Wideband Sampling and Associated 
Developments on Electronic Instrumentation.' Session ?3. 
Western Electronic Show and Convention. August 26, 1966. 



Sampling gate 



-O O 



> Output 



C, 



Fig. I. Idealized sampling circuit. Sys- 
tem to be sampled is represented by 
voltage e,„ and impedance 7. . Sample is 
taken by closing gale for short period, 
allowing sampling capacitor C. to 
charge to fraction of e... Sample is 
stored on C. when gate is opened. 



Transmission 
Line 



Fig. 2. In two-diode feedlhrotigh 
sampling circuit used in wide- 
band sampling device, normally 
back-biased diodes arc gated on 
by sampling pulses for short peri- 
ods, allowing sampling capacitors 
C. to acquire voltages propor- 
tional to signal appearing on 
transmission line. 



The systems which use sampling tech- 
niques arc quite varied, but it is 
significant that the requirements for 
broadband sampling devices are nearly 
the same regardless of the applic ation. 
Consequently, the use of the new sam- 
pling device in RF instrumentation is 
not limited to an\ specialized class of 
instruments, and will in all likelihood 
spread to systems which are not now 
thought of as sampling systems and to 
other RF systems which have vet to be 
conceived. 

Development of the wideband sam- 
pling device required a large invest- 
ment in time, funds, and engineeting 
ingenuity. So that nothing would be 
overlooked which might aid— or frus- 
trate— the development effort, a design 
approach was taken which can be best 
described as 'functionally integrated'. -' 

i The words "functionally integrated' should no* he confused 
with monolithic integrated circuit technology. There are no 
integrated circuits in the sampling device. 



-V 

o 




Bias 



I Sampling Pulse 



-O Output 



* C, 




6 

+V 



litis means that the effects of every 
element of the sampling device on 
every other element were considered 
in the design, including the effects of 
parasitic elements and the practical 
considerations of cost, manufai tut abil- 
ity, and repairabilitv. From this ap- 
proach has come a device whic h em- 
bodies sophisticated microwave system 
design and advanced diode design and 
packaging. 

SAMPLER OPERATION 

I he basic elements of a sampling cir- 
cuit are shown in the idealized circuit 
of Fig. I. In this diagram, the system to 
be sampled is represented by a voltage- 
generator e,„ and an impedance Z„, and 
the sampler consists of a sampling gate 
and a sampling capacitor C,. When a 
sample is to be taken, the switch or 
g4tc is closed for a short period, allow- 
ing the sampling capacitor C, to charge 
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BW(GHz) g 



Sampling pulses 



350 

Ups) 




■-TIME 



Fir. 3. Gate time I, is time lor which 
impedance ol diodes is tow in circuit of 
Fig. 2. Gate timr is inversely propor- 
linnal In bandwidth of sampling circuit. 
Note that gate time can he less than 
rise time o/ sampling pulse. In wide- 
hand sampling drt n r. I is less than 28 

ps, equivalent to bandwidth of more 
than 12.4 GHz. 



id some fraction of the input voltage 
e,„. The switch is then opened, leaving 
ilie sample of the input stored on C,. 

if the voltage on C, is assumed to be 
reset to zero before each new sample, 
a useful measure of the efficient y of the 
circuit is the sampling efficiency », de- 
fined as the ratio of the voltage on C, 
after each sample. e wlT , 0 „. to the input 
voltage, e in : 

Bandwidth of the sampler is defined 
as the frequency at which >; is I ,'y/2 
times its dc or low-frequency value. 

The new wideband sampling device 
is a realization of the basic two-diode 
feedthrough sampling circuit of Fig. 2. 
Signals to be sampled appear between 
the center and outer Conductors of the 
feedthtough transmission line. 

The diodes, which act as the sam- 
pling gates, are normally back biased. 
When a sample is to be taken, the 
diodes are gated on In balanced sam- 
pling pulses, thereby providing a low 
impedance path through the diodes 

and the sampling capacitors C, to 
ground. Bandwidth of this circuit is 
inversely proportional to the time for 
which the diode impedance is low. 
This time interval, (ailed the gate 
width t 9 , is related to the bandwidth 
B\\" approximately by the formula 



A bandwidth of 12.1 GHz corresponds 
to a t, of approximately 2K pi< ose< onds. 
When the sampler is used in a sam- 
pling oscilloscope like the one de- 
sc ribed in the article begining on p. 2. 
the rise time of the oscilloscope is also 
approximately equal to the gate width. 
Fig. 3 shows the relationships of the 
gate Width tO the sampling pulse, the 
diode bias, and the diode voltage drop. 

WIDEBAND SAMPLING DEVICE 

As a result ol the 'functional!) inte- 
grated' design approach which pro- 
duced it. no part of the wideband sam- 
pling device has only a single fum lion: 
all parts work together in such a way 
thai the device must be considered as 
a whole in order to be understood. All 
elements, inc luding parasilics. have 
been accounted for and. where possi- 
ble, made integral parts of the sam- 
pling circuit. A number of normally 
separate parts have been combined to 
form unified parts, and two of the sig- 



nals present — the input signal and 1 he- 
sampling pulses— OCCttpy the same 
transmission line without interfering 
with each other. 

Fig. 4. is a drawing of the wideband 
feedthrough sampling device-. The de- 
vice consists e>f a two-diode sampler 
loc ated at the center ol a hieonii al i av- 
il\ which form-, a pan of die RF trans- 
mission line, lb make room for the 
diodes, ihe two cone-shaped laces of 
the cavity are truncated. The RF line- 
is perpendicular to the axis of the 
cones, and the side* of the cavity act 
as the RF ground conductor. The- RF 
center conductor passes through the 
center of the cavity, and the iwo diodes 
are placed in contact with it. The char- 
acteristic impedance of the RF' line is 
maintained at •>(><"> throughout the 
sampling structure, the only discon- 
tinuity being a portion of the diode 
capacitance at the sampling node. 

The diodes ate Specially designed 
low-storage hot-e artier diodes in low- 




Fig. 4. Cutaway drawing aj wideband sampling device, (a) dielec- 
tric-filled biconical cavity, (b) cone-shaped face of cavity, (t) top 
of truncated cone, (d) RF center conductor, lei hot-carrier diode 
and sampling capacitor in three-terminal package. (I) sampling 
pulse input line, (g) plug I non functional). 
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capacitance, low-inductance, three-ter- 
minal packages. The diodes and their 
packages embody a number of note 
worthy features. 

1. .hi advanced diode fabrication 
technique using an extremely 
Small scmicondiii tor chip. One 
benefit is a chip with a remark- 
ably small i a pat itanee of le.ss than 
(1.08 pF. 

2. A diode package with a series in- 
ductance of less than 200 pH and 
an Unusually lOW package capac- 
itance of approximately 0.0S pp. 
I he insulating portion of the 
diode package is made of a mate- 
rial whiCfa has a low diclectrk 
constant: this lowers the package 
capai itanee and helps prevent this 
capacitance (torn reclining band- 
width, as described next. 

3. A three terminal diode package 
with a built-in sampling capac- 
itor. Having the sampling capac- 
itor an integral part of the diode 
pa< kagc not only reduces lead 



inductances, but also relocates the 
diode package capacity so that it 
appears across the RF line instead 
of in parallel with the diode c hip. 
This means that the package ca- 
pacity can he partially masked 
(i.e.. made an integral pan of the 
RF line) In filling the cavity with 
a dielectric which has approx- 
imate!) the same dielectric con- 
slant as the package material. 

Design of the cavity was complicated 
by the requirement of minimum in- 
ductance between the ground ol the 
RF line at the sampling axis and the 
ground points of the sampling capac- 
itors. I his inductance was eliminated 
by splitting the ground conduc tor of 
the RF line and making the RF and 
sampling-capacitor ground points 
physically the same point (A.V in Fig. 
5). This tec hnicjue is basic to the opera- 
tion of the device and plays a key role 
in the reduction of sampling Circuit in- 
ductance which woidd otherwise limit 
the bandwidth. 



Sampling Pulse 
Input Line 



RF Line 




RF Line 



Zi = Z„ 



Opposite sides of 
outer (ground) conductor 
ot RF line 



Sampling Axis 



Fig. 5. Bandwidth-limiting inductance between sampling-capacitor 
ground points and RF ground at sampling axis is eliminated in 
uideband sampling device by making these ground points ( AA' ) 
coincide physically. Sampling step collage is introduced between 
centers of opposite faces of biconical cavity, i.e., between opposite 
sides of RF ground conductor. 



Input Voltage 
Step A 



Return Voltage 
Step B I 



Sampling Pulse 
A + B 



'ulse ' A 



50ps 



Fig. 6. Sampling signal input is collage 
step which turns diodes on. then travels 
OUtwards from center of biconical cavity 
to short circuit at outer edges of cavity. 
Step is reflected at outer edges and 
eguai and opposite step travels back to 
center of cavity and out sampling sig- 
nal line, turning diodes off. Round trip 
time is 50 ps. 



The split ground configuration also 
provides an ideal entry point for the 
sampling signal, since it is possible to 
develop a voltage (for a short time) 
across the impedance between the two 
sides of the RF ground conduc tor. The 
sampling signal enters the cavity at a 
point next to one of the diodes (upper 
diode in Fig. I) through a section of 
50-ohm microcoax transmission line. 
Fhe tenter conductor of the sampling 
line continues across the cavity, con- 
tacting the op|X3site truncated cone 
face near its center. Hence, when a sam- 
ple is to be taken, the sampling voltage 
is introduced between the centers (ap- 
proximately) of the two cone faces. 
This means that the sampling signal 
appears as a potential difference be- 
tween two points on the RF ground 
conductor, as shown schematically in 
Fig. 5. 

A biconical cavity driven from its 
center has a constant characteristic im- 
pedance. Ib the sampling signal, the 
cavity appears to l>e a shorted section 
of 50 ohm line, driven from the center 
ol the cavity and shorted at the outer 
edges. This shorted 'stub' is part of the 
network which forms the sampling 
pulse. 
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Fig- 7. Frequency response of the two 
types of wideband sampling devices. 
Bandwidths of IS GHz are typical. 



To begin the sampling process, a 
voltage step is introduced into the bjp 
conical cavity through the sampling 
pulse line. Coupling through the s.uu- 
pling capacitors and turning the diodes 
on as it enters the cavity, the step 
travels out towards the short circuit at 
the outer edges. A reflection occurs 
when the step reaches the short, and an 
equal and opposite step navels hack to 
the center ol the cavity and out the 
sampling line, turning the diodes off 
as it passes their location (see Fig. '>). 
The time taken by the step to travel 
from the tenter of the cavity to the 
outer edge and back to the (enter is 
about 50 picoseconds'. However, as 
shown in Fig. .1, the gate width t, can 
be less than 50 picoseconds because the 
sampling pulse does not have zero rise 
and fall limes. In the 12.1-CH/ sam- 
pler. t 3 is about 28 ps. 

Care has been taken to introduce the 
sampling signal into the cavity in such 
a Way that the RF (enter conductor al- 




Fig. 8. VSWIi of the two types nf wide- 
hand sampling devices. 



ways lies on an eijuipotcntial plane 
with respect to the sampling signal. 
This means that the voltage on the RF 
line is not affected by the presence of 
the sampling signal, and that the sam- 
pling signal is not affected by the pres- 
ence of the RF center conductor. Al- 
though there are two modes of trans- 
mission on the RF line — the input sig- 
nal and the sampling signal — these 
two modes are electrically isolated 
from each other. Typical isolation is 
greater than 10 dB, 

PULSE AND CW SAMPLERS 

While the partial masking ol the 
diode package capacitance was a key 
Factor in achieving the wide bandwidth 
of the sampling device, it was not 
necessary to mask totally both the pack- 
age capacitance and the diode chip ca- 
pacitance in order to meet the band- 
width specification. In the basic sam- 
pler, the unmasked diode capacitance 
at the sampling node causes the voltage 
standing Wave ratio at the RF" input 
to increase with frequency, approach- 
ing 3:1 at 12.4 GH*. For CW applica- 
tions, which (all lor minimum YSWR 
rather than good transient response, a 
compensated, or CW-optimi/ed, ver- 
sion of the sampler has been designed. 
Compensation is accomplished by in- 
corporating the unmasked diode ( apai - 
itance in a low-pass T-filter network. 
The filter lakes the form of a modified 
RF center conductor in the mimaicd 
section ol the biconical tavity. Meas- 
ured frequency response. VSWR, and 
step response for both the uncompen- 
sated (pulse-optimized) and the com- 
pensated (CW-optimized) versions of 
the sampler are shown in Figs. 7. 8, and 
9. Compensation increases the band- 
width and reduces the VSWR of the 
sampler to about 1.8:1 at 12.1 GH/, but 
Causes 5 to I0",, more overshoot in the 
step response. Notice in Fig. 7 that the 
3-dB bandwidths of both samplers arc 
considerably greater than 12.1 (.11/. 
Typical bandwidths are now 14—16 
GHz, and there is ample reason to be- 
lieve that they will eventually be ex- 
tended to over 18 (.11/. 
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CW Optimized Sampler 
Pulse Optimized 
/Sampler 



Fig. 9. Step responses oj the two types 
ol wideband sampling devices. C\V- 
optimiied sampler has wider bandwidth 
and lon er VSWR, but has greater over- 
shoot in step response. 
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into the study of high-frequency sam- 
pling techniques, he was responsible 
for the design and development of the 
188A 4-GHz Sampling-Oscilloscope 
Vertical Amplifier. In 1963 Wayne 
joined hp associates, and was involved 
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A SUMMARY OF SOME PERFORMANCE 
CHARACTERISTICS OF A LARGE SAMPLE OF 
CESIUM-BEAM FREQUENCY STANDARDS 




Fig. 1. Compact <16-in) cesium-beam resonator, Var- 
ian Associates BLR-3. being installed in -hp— Model 
5060A Portable Cesium-Beam Frequency Standard. 
Resonator is world's shortest in a commercially avail- 
able standard, was especially developed by Varian 
Associates lor use in the -hp- standard. 




Fig. 2. Flying Clock No. 9, based on the -hp- portable 
cesium standard, arrives at Oslo, Norway, during 1966 
time-synchronization trip. Clock was accompanied by 
Ronald C. Hyatt (c.) oj -hp— Frequency and Time 
Division. 



Cesium-beam standards belong to 
a class of frequency standards 
which are controlled or stabilized by 
the precisely known frequency of an 
atomic resonance. Currently, the prin- 
cipal members of the class of 'atomic' 
standards arc the hydrogen and ru- 
bidium masers. and the rubidium, 
thallium, and cesium resonator-con- 
trolled oscillators. 

About two years ago. -hp- intro- 
duced a portable frequency standard 
controlled by a new-generation, com- 
pact, cesium-beam resonator. The 
small size and low power consumption 
of the standard were achieved by tak- 
ing advantage of the compactness of 
the cesium-beam tube and by employ- 
ing the latest solid-state techniques and 
devices. 

At present, cesium-beam resonators 
are the stabilizing elements in most of 
the world's official frequency stand- 
ards. These resonators range in size 
from 'long-beam' tubes over 12 feci 
long to the compact resonator used in 



the -hp- portable standard, which is 
only Mi inches long. Because the ce- 
sium-beam tube is so small, the com- 
plete portable standard occupies only 
8% inches of a standard 19-inch rack, 
and is only 16^ inches deep. It weighs 
just 63 pounds and requires only 50 
watts of ac power, or 30 watts of battery 
power. Output signals of the portable 
cesium-beam standard are 5-MHz, 1- 
MHz, and I Od-kH/ sinusoids and a 100- 
kH/ dock-drive signal. 

About 100 of these portable cesium- 
beam standards are now in operation 
around the world. Some are serving as 
time standards for missile and satellite 
tracking, for precise mapping, foi nav- 
igation, and for time synchronization; 
others arc used as (requeue) standards 
for basic measurements, for propaga- 
tion studies, for radio monitoring and 
transmitting, for doppler space-probe 
Cracking, and for research. 

Never before has there been such a 
large number of one type of cesium 
frequency standard in use. Producing 



these units and working with them in 
the field has given the instrument's de- 
signers an unprecedented opportunity 
to gather a statistically significant body 
of data on the performance of a cesium 
beam Standard. Over the past two 
years, data has been collected from 
such sources as laboratory tests, field 
applications, responses to user ques- 
tionnaires, National Bureau of Stand- 
ards calibrations, and three 'Hying 
clock' experiments.'-"' Results show 
that the compact cesium-beam stand- 
ard has met or exceeded its specified 
performance in all respects.' In fact, 
some of the instrument's specifications 
have been tightened recently to reflect 
more closely the actual performance. 

1 L. N. Bodily, D. Hartke, and R. C. Hyatt, 'World-Wide Time 
Synchronisation, 1966/ Hewlett-Packard Journal, Vol. 17, No. 
12. August, 1966- 

? L. N. Bodily, 'Correlating Time Irom Europe to Asia with 
Flying Clocks,' Hewlett-Packard Journal, Vol. 16, No. 8, 
April, 1965. 

'A. S. Bagley and L. S. Cutler, 'A New Perlormance of the 
"Flying Clock Experiment,' Hewlett-Packard Journal. Vol. 
15, No. U, July, 1964. 

4 L. N. Bodily, 'Performance Characteristics of a Portable 
Cesium Beam Standard,' presented at the 1966 Freouency 
Control Symposium, Atlantic City, N.J., April 20, 1966. 
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Performance daia thai have been col- 
lected on 100 of the portable standards 
arc focused on five factors which are 
generally accepted as important meas- 
ures of performance for any frequency 
standard. These factors are: 

L, accuracy 

2. intrinsic reproducibility 

3. reproducibility 

4. frequency stability 

5. reliability 

In lliis article, performance of the 
portable cesium-beam standard with 
respect to each of these factors will be 
discussed separately. Furthermore, 
since there is no general agreement yet 
on precise definitions for some of these 
quantities, the definitions used in this 
article will be given where appropriate. 
These definitions are based upon those 
given by McCoubrey. 5 

ACCURACY 

Accuracy of a frequency standard is 
the degree to which its frequency is the 
same as that of an accepted primary 
standard, or the degree to which its fre- 

>A. 0. McCoubrey, 'A Survey of Atomic Frequency Stand- 
ards.' IEEE Proceedings, Vol. 54, No. 2, February, 1966. 



quency corresponds to the accepted 
definition. 

Fig. 3 shows the results of compari- 
sons of several independently aligned 
portable cesium standards with the 
U. S. Frequency Standard (USFS) over 
a two-year span. The placement of 
each bar indicates the mean frequency 
and the width of each bar indicates the 
precision of the measurement, esti- 
mated by the National Bureau of 
Standards. In all cases, the frequencies 
of the portable standards are within 
±5 parts in 10'- of the USFS. Specified 
accuracy of the portable standard is 
now ± 1 part in 10". 

INTRINSIC REPRODUCIBILITY 

Intrinsic reproducibility is the de- 
gree to which an oscillator will repro- 
duce a given frequency without the 
need for calibrating adjustments, i.e., 
comparisons with a standard, either 
during manufacture or afterward. This 
quality is not a characteristic of the 
atomic resonance, which always has the 
same frequency, but of the design of 
the oscillator which makes use of the 
resonance. A device which has this 
quality can be built and aligned with- 



out reference to any other standard, 
and will produce the nominal output 
frequency within very close limits. 
Therefore, intrinsic reproducibility is 
a measure of the ability of the oscil- 
lator to serve as a primary standard. 
The intrinsic reproducibility of cesium 
standards is quite high, and a long- 
beam cesium standard is now serving 
as the United States primary standard. 

Fig. 4 shows the results of compari- 
sons between 100 independently 
aligned cesium-beam standards and 
two -hp- house standards, which are of 
the same design. The frequency dif- 
ferences were obtained from a coniin- 
uous recording of the phase difference 
between each test standard and one of 
the house standards. The average test 
period was 70 hours. All of the inde- 
pendently aligned test standards were 
within ±6 parts in 10'= of the house 
standards. 

REPRODUCIBILITY 

Reproducibility is the degree to 
which an oscillator will produce the 
same frequency from unit to unit and 
from one occasion of operation to an- 
other. Included within this definition 
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Fig. 4. (above). Intrinsic reproducibility of portable 
cesium-beam Standard is shown by results of compari- 
sons of 100 independently aligned, portable standards 
with -hp- house standards. All units produced same 
frequency within ±6 parts in 10". 

Fig. 3. (left). Results of frequency comparisons of 
several portable cesium-beam frequency standards 
against the U. S. Frequency Standard. Center of each 
bar indicates mean frequency and width of bar indi- 
cates measurement precision. Accuracy of portable 
standard is well within specification in all cases. 
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Fig. 5. Stability of mean frequency of typical portable 
standards having beam-tube signal-to-noise ratios of 
1000:1. Solid curve shows theoretical rms frequency 
fluctuations as a function of time interval over which 
frequency was averaged. Points are measured data. 
Horizontal bars above and below data points show 95% 
confidence levels for these points. Closeness of meas- 
ured points to theoretical curve indicates absence of 
systematic errors. 




is the degree to which lite frequent^ of 
an oscillator can be set by a calibration 
procedure. Rcproduc ibility implies 
thai if an oscillator is moved to an- 
other location or environment and re- 
aligned, it will produce the same fre- 
quencv as before, within close limits. 

One of the principal factors allec tint; 
the reproducibility of the cesium-beam 
standard is the precision With which 
the dc magnetic held within the reson- 
ator can be adjusted. Tests of the port- 
able standard's reproducibility have in- 
cluded deliberate rnisadjustment of the 
internal magnetic field and realign- 
ment by eye. moving the instrument to 
different locations and readjusting the 
field, and changing the orientation of 
the instrument with respect to the 
earth's magnetic field vector and again 
readjusting the internal field. In all 
tests, the output frequency of the test 
standard after readjustment agreed 
with thai of another standard within 
7 parts in 10' The specified reproduci- 
bility is now ±5 parts in 10'-. 

FREQUENCY STABILITY 

Stability is the degree to which an 
oscillator will reproduce the same fre- 
quency over n period of time once con- 
tinuous operation has been estab- 
lished. A statement of the time interval 
used in the measurement is required. 

Fig. 5 shows a plot of the magnitudes 
of the rms frequency fluctuations of 
typical portable cesium-beam stand- 



ards as a (unction of the measurement 
time. The solid line is a theoretical 
curve calculated for the measured sig- 
nal-to-noise ratios of the quart/ oscil- 
lators and beam tubes in two produc- 
tion portable standards.'' Also shown 
are data points based upon actual fre- 
quency comparisons of the two port- 
able standards. For the shorter meas- 
urement intervals (< 1 1 1 sec.) measure- 
ments were made by a beat frequency 
method that relies on period measure- 
ments. 7 For the longer measurement 
times, the method used was that of 
successive phase differenc es. 5 All of the 
data points are very close to the theo- 
retical curve, indicating that systematic 
errors (e.g.. control-loop noise) in the 
portable standard are quite small. 

Fig. 5 also shows the effect of c hang- 
ing the frequency-control-Ioop time 
constant t„. In the portable standard, 
two frcquenc v-t ontrol-lnop time con- 
stants are provided, t„ = 1 second and 
r, = !>(• seconds. The short time con- 
stant is satisfactory for timekeeping 
purposes and is desirable if the instru- 
ment is subjected to accelerations and 
motion. In a quiet environment, better 
short-term stability can be obtained 
using the long time constant. 

•• ' L S. Cutler and C. L. Searle, 'Some Aspect* ot Ins 
Theory ind Measurement of Frequency Fluctuations in Fre- 
quency Standard's.' IEEE Proceedings, Vol. 54, No 2, Fea. 
1966 

• D W Alien, 'Statistics of Atomic Frequency Standards,' 
IEEE Proc . Vol. 54. No. 2, Feb . 1966. 



Fig. G. Early production -hp- Model 5060A Cesium- 
Beam Frequency Standards were required to operate 
within specifications while subjected to magnetic fields 
up to two gauss in all orientations. Helmhollz roil was 
constructed to produce fields for test. Portable stand- 
ard has also passed M I /,- E- 1H400F shake and vibra- 
tion test < MIL-STD-167), and exceeds the EMC 
(RF1) requirements of MIL-I-6181D. Production unit* 
are temperature cycled from —5'C to -|-55 S C (oper- 
ating) and are operated continuously for 15 days or 
more before being released. 

Both the theoretical curve and the 
measured points in Fig. 5 are for beam 
tubes which have signal-to-noise ratios 
<if 1000: 1. This value is typical of most 
of the beam tubes now being produced. 



LONG-TERM STABILITY 

To lest the frequency stability of de- 
portable cesium standard over very 
long periods, two portable standards 
(the -hp- house standards) were com- 
pared over 18-month periods with sig- 
nals received at Palo Alto. California 
from NBS standard frequent v broad- 
casts WWVB (60 kHz) and WW VI. 
(20 kHz). Both portable stantlards 
were independently aligned. 

No drift could be detected in the fre- 
quency of either test unit over either 
IS-month period. It is the invariant e 
of the cesium resonance that gives the 
cesium standard this long-term sta- 
bility and which makes ii possible to 
specif) that the average frequency of 
the portable standard will not change 
b\ more than ± 1 part in 10" over the 
life of the cesium beam tube. Long 
term stability is the quality that made 
possible the "Bying clock' experiments, 
in which clocks driven by portable 
cesium standards were flown around 
the world to synchronize ihe clocks at 
standards laboratories to within a 
small fraction of a microsecond. Ii 
would take these 'flying dorks' thou- 
sands of years to accumulate a time 
error as large as one second. 
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OPERATION OF THE PORTABLE 
CESIUM-BEAM FREQUENCY STANDARD 
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Block diagram of portable cesium-beam frequency standard. 



RELIABILITY 

A useful measure of reliability is the 
mean lime between major failures, or 
M l BF. (A major failure is one which 
causes the unit to fail to produce the 
correct, stable, output frequency.) The 
easiest and most realistic way to com- 
pute MTBF when sufficient data is 
available is to determine the actual 
number of operating; hours logged by 
units in the field and divide this num- 
ber by the number of major failures. 

For the first time for any atomic fre- 
quency standard, enough data now ex- 
ist so that the MTBF for the portable 
cesium beam standard can be com- 
puted by the direct method just de- 
scribed. Based upon warranty reports 
and a questionnaire sent to users, the 
MTBF for 78 instruments was com- 
puted to be: 

MTBF for electronics only (every- 
thing except the cesium beam tube) 

28,346 hours 
MTBF for cesium-beam tube only 

23,588 hours 

MTBF for complete cesium-beam 
standard 13,082 hours 

An MTBF of 13.082 hours means that 
a new instrument can be expected to 
operate continuously for almost 18 
months, on the average, before a major 
failure occurs. Although this represents 
a high degree of reliability consider- 
able effort is being directed towards in- 
creasing it. 

ACKNOWLEDGMENTS 

It is a pleasure to acknowledge the 
following contributions to this article. 
Allien F. Augustine developed the re- 
liability data. Ilhan M. Gozaydin per- 
formed the statistical analysis of the 
short-term stability data, and Rex R. 
Brush assisted in data assembly. 

-LaThare N. Bodily 



HEWLETT-PACKARD JOURNAL 

TECHNICAL INFORMATION 
FROM THE LABORATORIES OF THE 
HEWLETT-PACKARD COMPANY 

VOL. 18. NO. 2^ OCT. 1966 

PUBLISHED AT THE CORPORATE OFFICES 
1501 PAGE MILL ROAD. 
PALO ALTO. CALIFORNIA 94304 

Stilt f. J. Burknard. Bailor, fl P Oolan 
H. L. floOerts. L. D Shergalls 
R. A. Enchson. AO 



The output frequent v of the port- 
able cesium-beam standard is con- 
trolled by a feedback loop contain- 
ing a cesium-beam tube, or resonator 
(see block diagram). Output signals 
of the standard are derived from a 
precision 5-MH/ quartz oscillator. 
The oscillator is callable of being 
operated by itself as a Frequency 
standard, but like all quart/ oscilla- 
tors, it has a slight long-term drift, 
or aging effett. The cesium-beam 
resonator has negligible drift over 
long periods, although it has short- 
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term (< 100 sec.) fluctuations in its 
output signal that arc greater in rel- 
ative magnitude than those of the 
quart/ oscillator. The standard is 
designed so that the cesium-beam 
lube anil the quart/ oscillator com- 
plement each other, the cesium- 
beam lube compensating for the 
quartz aging effect, and the quart/ 
Oscillator acting as a flywheel' to 
redut e the short-term fluctuations <>f 
the resonator. 

continued on p. 20 



560A Digital Recorder. Since that time 
he has been concerned with precision 
oscillator development, first on the 
time bases for the 524C/D 10-MHz 
Electronic Counters and then as project 
leader for the 100E Frequency Stand- 
ard, the 101A 1-MHz Oscillator, the 
106A and 107A Precision Quartz Os- 
cillators, and the time base in the 
5245L 50-MHz Counter. He developed 
the quartz oscillator 'flywheel' in the 
5060A Cesium- Beam Frequency Stand- 
ard and also contributed to the 103A 
and 104A Quartz Oscillator develop- 
ment. Since mid- 1964 he has been sec- 
tion leader of the frequency standards 
group, now having responsibility for 
both quartz oscillator and cesium-beam 
frequency standard development. Lee's 
article in this issue is his fourth contri- 
bution to the Hewlett-Packard Journal. 
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CESIUM-BEAM FREQUENCY STANDARD 

continued from page 19 

Reference for the portable stand- 
ard is a time-invariant quantum 
effect in the cesium 133 atom. In 
the cesium-beam resonator (see 
drawing), a beam of cesium atoms 
is generated in the cesium oven. 
Atoms in a particular energy state 
(F = 4, m F = 0)» are selected by the 
'A' magnet and allowed to enter the 
cavity to interact with the micro- 
wave field. The microwave signal is 
synthesized in the frequency-control 
feedback loop from the 5-MHz 
quartz oscillator signal. If the micro- 
wave frequency is 9192.(531770+ 
I27C- MHz, where C is the average 
resonator magnetic field in milli- 
gauss. some of the atoms will 'flip', 
or undergo transitions to a different 
energy state (F = 3. m K = 0). Atoms 
that 'flip' are directed by the 'B' 
magnet to the hot-wire ionizer, 
where they are given a positive 
charge and sent back through the 
mass spectrometer to the electron 
multiplier. Beam tube output is the 
output current of the multiplier. 
This current is shown as a Function 
of the microwave frequency in the 
small curve in the block diagram. 
W idth of the central peak is 550 Hz 
between half-ampliiude points, so 
the resonator has a Q of about 18 
million. 

The frequency-control loop tunes 
the quartz oscillator to keep the 
microwave frequency equal to the 
resonant frequency of the beam 
Ulbe. Loop parameters are chosen 
so that these frequencies are equal 
only when the oscillator output is 5 
MHz. The beam-tube resonant fre- 
quent y does not change with time, 
so the long-term stability of the 
Standard is vers high. Moreover, 
final alignment of the standard (by 
adjusting the average magnetic field 
in the resonator) can be carried out 
without reference to any other 
standard, i.e., the cesium-beam 
standard can serve as a primary fre- 
quency standard. 

' F and m, are Quantum numbers. 
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FREQUENCY STANDARDS 
IN THE OMEGA NAVIGATION SYSTEM 



Omega is a radio aid to naviga- 
tion being developed and tested by 
the U.S. Navy Electronics Labora- 
tory and the U.S. Naval Research 
Laboratory.* Studies show that a 
network of eight stations. each trans- 
mitting several frequencies between 
In kHz and 14 kHz, can provide 
good position fixes throughout the 
WOlid with tins errors of only I kil- 
ometer in the da] fime and 2 kilome- 
ters at night. A navigator determines 
his position by measuring the phase 
differences between the transmis- 
sions of three or more stations. Four 
Omega stations are now operating. 



" J. A. Pierce. 'Omega.' IEEE Traruactioni on Aero- 
mace and Electronic Sn'.emi, Vol. AES 1. No. 3. Oet.. 
1965. 
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These are located in Norway, Trin- 
idad, Hawaii, and New York. 

Omega's accuracy depends upon 
how well the antenna currents of 
all of the stations can be kept in 
absolute phase with each Other at 
all times. Synrhroniz.il ion of the 
antenna currents is achieved by 
equipping each station with a stable 
frequency source, from which the 
transmitted frequencies are derived. 
The primary frequency sources lot 
the four existing Omega stations are 
-hp- portable cesium-beam Irequency 
standards. The standards are syn- 
chronized once a day and ate so 

stable that they accumulate less 
than one mic rosecond of phase devi- 
ations between synchronizations, 
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